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I. SUMMARY OF SCIENTIFIC ACCOMPLISHMENT UNDER CONTRACT

The machine designed, calculated and manufactured
under contract DA-91-591-EUC-l619; 01-7206-61 has b4e •
tested in co-operation with Dr. W. F. Daniels from Fort
Detrick.

The physical and mechanical tests revealed that'a
heavy (112 kg without rotor and liquid) stainless steel
rotor, cylindrical in shape, can be spun horizontally as
a routine operation at speeds up to 15.000 r.p.m. on
water lubricated bearings. The auxiliary devices permit-
ting rapid starting and stopping and Dreventing heating
of the test suspensions functioned very well. The bac-
terial cells (E. coli 13) collected evenly in the cylin-
cdrical chambers at the periphery of the rotor, but, un-
like in the light miniature rotor tested several years
ago, larger amounts of cells tended to immobilize the
suspending rods of aluminium. This was done so effici-
ently that only very violent motions would release them,
thus permitting resuspension to take place. Since the
situation was not improved by the use of heavier rods
(stainless steel), a basic redesign of the rotor seemed
necessary. Aainst this background the improvement of
the sedimentation efficiency of the present rotor was
only carried so far aE wa8 r•g•,rded useful to illustrate

..H- ._'J -.tro ing th, pcrformarnci. .½tually
the efficiency !'as not pushehd beyond 40 liters of r',coli.
cultuve per hour' with a 95 • sedimentation efficiency.
It was strongly influenced by three phenoinera: pumpin g
capacity, turbulence and foaming;, each involving: a num-
ber of parameters.

The experience gained in operating a horizontal
rotor has been of great value, and a simplified rotor
is now being designed to fit the housing and drive assem-
bly used. It is shaped as a simple bo.,il, has a much larger
sludge space and a single suspendin, roller retracted
towards tihe center durIng sedimentation.

II. REPORT ON RESEARCH PERFORMED

Contents: A. Objectives of the contract.
B. Summary of the research performed.
C. Implications of results for future work.
D. Summary on personnel utilized and admi-

nistrative actions taken,
E. .stimate of number of working-hours ex-

pended and of costs for materials used
and for property acquired.

_____ _______ ________
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A. Obiectives of the contract.

- . .C obIcct of -. cci .t. '* *, f. . . . . .to

supply the information necessary to construct a cen-
trifuge having a nominal maximum capacity of 8 liters
per minute, while achieving a 25-fold concentration of
cell suspensions. The apparatus should be safe and
strong (safety design factor of 1,25 to 1,50 or better
at 15.000 x V) and it should be tested on suspensions
of bacteria and bacteriophages.

As will be shown in the following sections the
performance of the apparatus did not come up to expec-
tations, and the tedious search for optimum conditions
had to be discontinued for many months due -to a mecha-
nical failure. However, the experiments have clearly
shown that horizontal operation is a feasible design
approach even in the case of heavy rotors and high
speedIs.

All relevant design information, including a set
of drawings with English text has been provided to Dr.
W. Daniels, who carve•d out or participated in most of
the test rurv- . The :--anufcwturiin' materials used ,iere

91- 591-1,UC-1619 ; 0I-72"n-61.

B. Summary of ,esearceh performed.

1. PrinciDle of apparatus (the numbers refer to the cross-
section figure).

To serve as a basis for the following section,
the general functioning; of the machine must be summa-
rized.

A suspension of microorganisms is introduced into
a horizontal rotor (1) which is completely enclosed in
a housing (24) wjhich serves as a mechanical shield,
an autoclave and a cooling jacket, The suspension en-
ters one shaft of the rotor (17), as a liquid jet and
is then distributed to 12 cylindrical chambers which
lie at the periphery of the rotor body and parallel
to its axis. Under the action of the centrifugal force
the particles settle out in the chambers, but the super-
natant flows out over a threshold (3) and escapes from
the rotor via centrifugal valves (10,11) which open
when the rotor spins at a speed which is above a cer-
tain critical value. The supernatant leaving the rotor
is collected and removed from the machine.

I±
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e hen the particles are t harvested the suspension
feed is stopped, and a flow of buffer solution or other
suitable medium for the resuspension of the patieles
is started. The speed of rotation is then reduced so that
12 solid rods (2), located in the peripheral chambers,
start to roll, thus effecting the suspension of the se-
diment, The suspension, which cannot escape through the
centrifugal valves at low speed is finally removed from
the machine by means of a syringe, the needle of -ihich
is pushed through a rubber membrane (14) covering an
opening in the shaft. The opening leads to a channel
(6) which goes down into the suspension.

2. Functional tests.

a. Introduction.

As indicated in last year's report the choice of
bearing material was important. Bearings both of Kufalit
and Ferrobestos were manufactured, and the latter, which
were found to be satisfactory were used throughout the
tests.

It was found that the Ferr'obestos bearing's swell-
ed somewhat when boiled (1 o/o~v Rdnge after 2 + 3 hrs'

ct fau wh icL dildI wiuh i-u t IUWevUL. pV1. L UIL teir bli-

ing used as £toamsterilized bearing sleeves in the pi-
lot plant fermentors. The Kufalit proved to be too britt-
le. A special test shaft was nianufactured to try out
some novel buaving materials, which were expected to be-
come available towards the end of 1962.

The only bearing failure occurred in June, and
was caused by the waterhose carrying lubrication water
to the front bearingLcomirw. loose unnoticed. This happen-
ed at full speed, so the bearing burnt out in a matter of
seconds. Before the rotor stopped, its main body had suf-
fered a cut from the effluent collector ring (29), one of
the shafts (21) had been bent and its bearing surface bad-
ly damaged. The repairwork plus the rebalancing made ne-
cessary by this misfortune took several months and of
course upset the testing program. The time necessary
for the machinework on the rotor could however be uti-
lized for providing the apparatusfoundation with a vi-
bration damping which previous runs had shown to be de-
sirable. Also the time could be used for general ser-
vicing, painting etc. and for adding some fixtures like
belthousing, permanent pir,2inV, working platforws etc.

I



b.. PhySial testing.

First the rotor was balanced by the removal of 10 a
of material. Thus the unbalance was reduced first to 12, 5
gem and in a later operation to a final difference between
the center of ,ravityanditrue center of axis of about 1 .
This was well below the permissible maximum and so was alsot
the weight difference of the rods (less than 0,1 S). The
machine was fitted with Ferrobestos bearings and those were
provided with lubrication water from two 1,2 mm diam. ori-
fices in a 6 k/crm2 water line(l l/mi.each).The tests began
with aluminium rods and slo-. speeds -with incremental speed
build up and examination prior to runs at higher speeds. Al-
so the bearingy temperature was monitureel with thermocouples
embe•ded in the material and the effluent water temperature
was continually checked. The machine was run to a final
speed of 14.200 r.p.m. .-iith the aluminium rods and to 12.200
r.p.m. with the stainless steel rods without the development
of any undue structural flows , the stresses being estimated
with a .IT "sti-ess-coat". A number of tests .,iere pe rformed,
and they lave the followinp, main results. (A detailed 13-pape
protocol with temperature graphs etc. was orepared). The num-
bers r•fer to the cross-section fig.ture.

a. A selfadjustin•; thinbalt dJ.ive of the typs employcd
(N'•OPA-:,SEA; Si 25 L-!ARC IS w-i[th decronreinfoxcec Solu-

t-P 1'rJ 1: OW, !¾GL' t kiupau rswil SG,(
Swi1:ze rland) w .as ;ll uit , 1d) Was E••- a'.i tin. at 15.000 1'. p.),1.
and for, acculer'atini, the heavy rotor body (empty 112 kW)
to full speed in about three minutes with tlie aid of a
12 ilp 2900 r.p.m. motor (380 V; 50 Hz) controlled by a
starter with 15 - 25 A thermic relai5 (ASJA DEF 25 + F:3A
1016). Two alternative pulleys were employed. The current
used during the acceleration was followed on a wattmeter.

b. The rotor housing combined a good :,,echanical protection
with excellent cooling and overhauling of rotor and
bearings could easily be effected thanks to the fact
that the whole machine could be tilted to an upriglht
position.

c. The brake (in the form of the disc 19 which could be
immersed in water) proved to be an excellent decelle-
ration device particularly in the range aoove 2000 r.p.m.
It cut the time for stopping the rotor to less than five
minutes.

d. The principle to let the horizontal shafts float on a
water film in the bearings was sound, and the wear during
acceleration and decell-ration, i.e. before and after the
liquid film was formed, proved to be insignificant. The
minimal filnthickness was calculated to be 27 p at
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12.000 r.p.m, and a diametral difference between shaft
and bearing of 0,12 mm. It would decrease if the dia-
meter difference increased or the speed was meduced.
The monitcring of the power requirements and fluc-
tuations revealed a variable load below 1200 r.p.m.
which was thought to denote a water film break-up
within the bearings. This speedrange should thus be
avoided for longer than necessary to build up to hiph-
er speeds or to drop to lower speeds.

e. A design based on cylindrical chambers parallel to the
axis of a horizontal rotor (1) was mechanically feasible
and permitted an evenly distributed liquid flow through
the machine. Since different granular materials can be
distributed evenly in the chambers by weighing and can
be retained by a high threshold (3) this fact offers
interesting possibilities for experiments on centrifu-
gation combined with filtration or passage through an
ion exchange bed (viruses !).

f. Charging the cylindrical chambers w.iith loose aluminium
or stainless steel rods (2) only sliPIit.y affected the
vibration nattern and in no way interfered with the ac-
celeration, running and decelleration of the rotor. The
aluminium bal'S at first quickly corroded but aftre ano-
dizin,, they showed no signs of surface deterioration.

C. The vibration pattern followed by muans of a pickup
(Philips PR C250) connected to an oscillograph (p~hilips

GIO 3156) showed no conspicuous differences %,we2n thie lma-
chine was run empty or filledt to capacity with liquid.

h. The ice-water cooling (+ evaporation of bearing water 7)
removed so much heat that a liquid passing through the
machine only increased in temperature by a few degrees
centrigrade. The fear expressed in the final technical
report coverina the work during 1961, where runnir.V, in
a hleliuiwa iosphere was considered as a possible neces-
sity5, waound to be unwarrented. Passage of the rear
bearing lubricath.g4-later between the stator and the
rotor was shown tOYa considerable cooling effect by it-
self. In a case where there was no cooling of the inte-
rior stator wall the rotor temperature was found to be
only 400 C after an hour and a half of running.

i. The unloading valve and springs (9,10,11) were found
to function satisfactorily when the opening pressures
had been reduced to 5 kg/Cni 2.

j. The effluent collector ring (29) did not prevent spill-
over into the bearing water drains and should be rede-
signed in later models. Also the rotor endplate should
be redesigned since stresses were detected around the

I
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sewewholes and around the t. t....U...& V4OS.. A
fu•ther improvement would involve t•h•ioc lyep on
the bearin. a1eevsin-oder-to reduc the t a ..al
"f ... mobilitoy of t " -- 2 MO.

The main test material was E, coli B, but also
phage T2 was used in a few runs. The large scale cul-
tivation of bacterial cells was routine, but for the
production of phage the aeration had to be increased
above the levels previously employed. With this in
mind a new sparger was designed. It consisted of three
concentric rings of stainless steel piping located in
a horizontal plane below the propeller of the bottom
stirrer. ":ach ring carried eight double Pyrex glass
spargers (20 mm long, 10 mm in diam., 40 u pore diameter).
The rings were joined by radial connections and the most
peripheral one (diam. 42 mm) was joined by four, vertical
pipes to a similar ring about 60 mm above it. Baffle pla-
tes were attached to the vertical pipes and an air hose
to the upper rinp. Sulphite oxidation tests gave an OR-
value of 240 mi! 02 per liter and hour in 500 1 of liquid
and phageruns gave ecoellawt yields. In connection with
the latter the common laboratory Shar-ples was tested and
foundr to be incapable of suidvaLinig out tile phage. Later
dye-test experiments made it likely that the unsatisfac-
tory performance of the Sharples machine was caused by
a strong tendency to lairinar flow which would cause a
considerable portion of the suspension to follow a cen-
tral path. Since such a tendency might also influence
the performance of the horizontal rotor centrifuge, ex-
periments aimed at changing the flowpattern mentioned
were carried out on the Sharple3 machine. A vow of cy-
lindrical aluminium cups (4 by 4 cm) with the opening
facing upwards were stached into the rotor which they
fitted exactly. Each cut had small holes drilled in its
bottom, one in the center (acting as an air vent), and
a circular row as close to the wall as possible. The rotor
balanced perfectly at full speed even in caseswhere each
cup was filled with 66 g of minute glass beads (balloti-
nis) used to reduce the sedimentation path of the phage
particles. Only a few runs were performed, but they clear-
ly showed that a much improved particle sedimentation
could be attained, the only disadvantaqe being that only
small amounts of material could be sedimented before
clogging of the peripheral holes occurred.

The microbiological testing involved some forty
runs and the main results are summarized below (the
numbers correspond to the fig.):

'i
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I . The vibrational pattern followed oscillographidally
was identical when the rotor was .sta.tad#. •n.• ..n
it cofftained a_ --arq intao &Indcatin -a-

.. in......s hdistribution of sediment (confirming vi-
sual observations).

b. The distribution of the sediment was not disturoed bythe rapid decelleration affected by the water brake.
The sediment extended from the threshold and down to
30 - 40 mm from the bottom of the chambers indicating
a considerable turbulence at this level.

c. Since the sedimentation efficiency as a rule was much
better during the first part of a run than later, when
a sediment had collected, it was thought that a "tur-
bulence layer" became important when the sediment hadreached a certain thickness. The presence or absence
of the rods of course affected the holding time, but
those did not seem to influence the suspected turbu-
lence. Running the machine without rods; but with a
semicircular wall (front end of a brass cylinder cut
through its axis) in front of the bottom turbulence
zone did not improve the performance, and neither did
moving the peripheral chamber wall at this loeatieon
towards the center (;-iith the aid of a rubber disc).
However, additional exprimen•.ts with a complte ta l-

* ing of the bottom turbulence zone by means of a disc
havinr a small drainhole at the level of the threshold
(3) would be desirable.

d. The fact that a holding time of only 6 sec. was mea-
sured by dye injections at a flow rate as low as 20
i/hr indicated the existence of the saine tendency to-
wards laminar flow as was oiserved in the Sharoles
machine (see above). An excellent separation effici-
ency during tne first 5 - 10 minutes of oneration in
spite of this short holding time shows that the gra-
vitational field in the machine is adequate but that
the flow pattern is not. Several exoeriments aimed
at changinp it were performed, for instance running
the machine with a threshold (3) which was so high
that the chambers were entirely filled with liquid.
The high thresnold was also used in an experiment
where about 450 L7 of 7 mm stainless steel balls per
chamber were tried out for suspending the cells. The
vibration pattern was however so disturbed that this
test could not be completed.

e. Quite unexpectedly the suspending of the cells with
the aid of the rods (2) proved to be difficult because
larger quantities of bacteriaglued both aluminium
(575 g each) and stainless steel rods (1575 g each)

IL
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so.fi=4ly to h*-per?±tsry 0f the cha~sar tha~t.. o l very.. .. vi i...

to effect, released-them.-Xn thi rspwotZ-the-

blems. It is possible that approaches like the
one mentioned under d. might eventually be suc-
cessful, but the sludge space would be small. With
this limitation in mind, it was regarded as the
most rational approach to redesign the present
rotor as soon as the main factors controlling its
efficiency had been outlined.

f. It was found very early that the pumping capacity
of the rotor vas of great importance for the effi-
ciency, If the connection between the space outside
the bottom shaft (17) and the main rotor housing
was closed a negative pressure of 1000 nvm di0 or
more could be measured in the feed nozzle (28) or
in the gas inlet of the space (used as bearinp wa-
ter drain after turninr the cover/25/1800 ). By re-
ducing the opening in the centrifugýal valve (11) to
0,3 mm the airpumpinp was reduced considerably and
the sedimentation performance improved.

g,. A factor of the greatest importan"a for extending
the initial period of efficiency during a run was
found tn bh chemnical control of foamiig (DC Anti-
foam).

h. In addition to the factors mentioned the location
and design of the opening of the feed nozzle (28)
within the shaft, the height of the threshold (3),
which affected the liquid retention tilne, and of
course the feed rate .'.are all parameters, in con-
trolling the sedimentation at a given speed. An ex-
tremely complex situation obviously existed making
true optimization beyond 95 % sedimentation of a
dense coli culture at 40 1/hr a mattar of years
rather than months. The value of such an effort
seemed dubious, because the results would concern
a very special desipn -•ith obvious limitations (cf.
e in this section). 'Hol ver, a continuation of the
studies on the prese •r\.i 11 continue in parallel
to the development of a new rotor.

C. IMPLICATIOINS OF RESULTS FOR FUTURE JORK.

The drive and bearing arrangements used and the
cooling and general design of the housino have proved
their value for operating a heavy (120 kg) horizontal
stainless steel rotor (cylinder with length 45 cm and
diam. 26 cmcontaining 12 aluminium rods) in the 10.000-
15.000 r.p.m. range. The relatively small sludge space
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and. umatialor-y pevtwmanae of the ...4.nr
ho ewA a , ma4a qptimiati-on beyond-a capa•-t-f 4a- -M

-. .. .. seem unpracticable and a new srotor ti was •IM.e
"ever he oras.nt uni _hiha-be-om useful ............... -

S......- bi(--dt n on -gav1atia~nal sedimentation in porous*
materials or ion exchange beds might be improved in
many ways, for instance by sealin7 the culture inlet
from the space surrounding the bottom shaft* This can
be done by welding a stainless steel bellows carryinG a
carbon ring to the plate in which the feed nozzle is
threaded . Also the liquid path in the chavabers can be
threefolded by redesigning the threshold ý3) to permit
every second chamber to act as a reverse path for the
culture permitting it to enter its final travel to the
front via a tangential connection drilled between cer-
tain chambers at the bottom of tfle rotor. Of course
also eight of the radial inlet channels would have to
be plugged.

The new rotor will be greatly si:nplified because
it will take the form of a hollow cylinder. This .t:ill
probably be made Ff titanium (ICI Titan 314 A Zuufistig-
keit 07,67 ko/mm , 0,1 $ Deh!N~-,enze U8,77 k,/,•m ,
mUdunpsCrenze Go - G5 der ý;ugfestiskeit) which has good
corrosion resistance and permits op•eratiai ht even nielhar
speeds than those employedl. )unning the waterlubricatlonsystem at hirAher speeds (~osnibly w7ith jlyuul addec) will
be of considerable interest. The suspenclinz" of the cells
will be effected by a roller which will be lowered from
a position near the axis when the speed is reduced. dith
this approach it should be possible to reduce turbulence
and to obtain a very large sluili soace.

It is presupposed that the workwill continue in
close contact with Dr. Daniels and tnat the whole pro-
ject, when finished, will be published in collaboration
with him and Professor i3oestad.

D. SU.JiARY 0o. PERSO IPL UILIZ"2O AdD AD.,iIJIISTRATIVE

ACTION TA1t.W

The work has been carried out on a Darttife basis
by Professor G.X."7. Joestad, ir. U. Dahl and dir. j. P.oos
of the Royal School of hnginaearing, tockholm, w;here mAost
of the physical tests were performed and by tir. •. Tbrn-
quiet and ir. S. Karlsson who provided drawinL3 and coor-
dinated the manufacturing of parts. .1r. Sager of the work-
shop at the Jacteriology :)epartment, iNarolinska Institu-
tot, where the microbiological tests w;ere carried out,
also participated in tie work. Finally Dr. U.F. eaniels
from Fort Detrick took part in the tests, essentially on
a whole-time basis, during the period October 1961 - June
1962.
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COT , R,�� _A;_ JED AND .FOR P32UM 62• . ...

Besides the number of working hours spent at no
cost to the contract by the principal investigator and
by the pilot plant personnel of the Bacteriology Depart-
ment, the following help has been hired under this con-
tract and under DA-91-591-EUC-1619; oI-7206-61:

Professor Boestad Sw. Cr. 3.649:-- ) qualified
Mr. Roos " " 800:-- ) personnel,
Mrs Tbrnquist " " 6.306:-- ) about 400 hrs.
Mr. B. Seger " " 543:-- workshophelp:

about 35 hrs.
Sw. Cr.li.298:--

Material paid so far
under the contracts " " 17.642:--

Expected invoices cover-
ing costs to date for ma-
chinning of rotor with
parts, heatexchangers
and media used for• mi-
crobiologioal taestg Swi C. Cr .320:--

ckholin, November 29th, 1962

C.-G. Hed|

Principal investir-ator
under contract

II
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